The use of echocardiography, phonocardiography, and spectroanalysis has enhanced the ability to detect prosthetic valve dysfunction even before the onset of symptoms in many patients. Reduction in the intensity of the opening and closing clicks and the appearance of new murmurs have been the most frequently reported observations in predicting prosthetic valve dysfunction. Simultaneous echocardiography, phonocardiography, and spectroanalysis were performed on 31 patients with Starr-Edwards prosthetic aortic valves. Eighteen patients had valves with metal (titanium or 'stellite') poppets, and 13 had valves with non-metal (silastic) poppets. In all patients with normally functioning valves with metal poppets, there were multiple systolic clicks on auscultation and confirmed by phonocardiography and spectroanalysis. In none of the patients with non-metal poppets were there clicks other than those associated with the normal opening and closing movements of the poppets. Three of the 18 patients with metal poppets did not manifest multiple systolic clicks, yet the cut-offfrequencies on spectroanalysis for opening and closing clicks in 1 of these patients were normal. Prosthetic valve dysfunction was shown in all 3 patients by cardiac catheterisation or at operation. We conclude that multiple systolic clicks are normal for patients with Starr-Edwards prosthetic aortic valves with metal (titanium or 'stellite') poppets, and that the absence of multiple systolic clicks may indicate prosthetic valve dysfunction even when the cut-off frequencies of the opening and closing clicks are normal.
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Because of the large number and different types of prosthetic valves, it is essential that the clinician be familiar with the normal characteristics of each type. Spectroanalysis is a fairly new technique used to complement the information obtained by echocardiographic and phonocardiographic examination (Winters et al., 1967; Hylen et al., 1969; Waxler et al., 1973; Gordon et al., 1974 Mild mitral regurgitation were obtained in the majority of instances. It was occasionally necessary to place the transducer in the right supraclavicular fossa to obtain the clearest possible echoes from the prosthetic aortic valve. Phonocardiography was performed with a suction microphone placed at the apex of the heart. Spectroanalysis is a method of evaluating sound emission by monitoring sound frequency and intensity (Waxler et al., 1973; Gordon et al., 1974) . It has been used extensively in modem industry to test the function of certain machinery. The function of prosthetic valves can also be evaluated by determining the frequency profile of the opening and closing clicks for each type of prosthetic valve (Gordon et al., 1974) . A normally functioning prosthesis will produce opening and closing sounds at specific frequencies, depending upon the individual characteristics of that particular valve. Valve dysfunction, such as that caused by thrombus formation or tissue ingrowth (Najmi and Segal, 1965; Herr et al., 1967; Hylen et al., 1968 Hylen et al., , 1969 Hylen et al., , 1970 Delman, 1972) , will be shown by a lower frequency than expected for that particular valve. Frequency profiles have been established in the laboratory at our institution for Starr-Edwards prosthetic valves with metal (titanium and 'stellite') and non-metal (silastic) poppets (Table 4) (Gordon et al., 1974) .
The spectroanalysis instrumentation is a combination of a filter system and a system for indicating the relative energy that is passed through the filter system (Gordon et al., 1974) . This system consists of a transducer, a preamplifier, an octave bandanalyser with an output (decibel) meter, an oscilloscope, and an electrocardiograph (Gordon et al., 1974) . The procedure consists of using a cylindrical transducer (General Radio Company, Concord, Massachusetts) with a flat frequency response from 20 to 25 000 Hz which serves as a vibration pick-up device. The transducer was placed in the third and fourth left intercostal space 2 or 3 cm lateral to the left sternal border and was attached to an octave band noise analyser (GR type 1558 BP or GR type 1564A). An octave band is the interval between two sounds having a basic frequency ratio An example of the multiple systolic clicks from a patient with a Starr-Edwards prosthetic aortic valve with a metal (titanium or 'stellite') poppet is seen in Fig. 1 Fig.   2 ; such a valve produced only opening and closing clicks. While many of these patients manifested several systolic clicks by phonocardiography (Najmi and Segal, 1965; Dayem and Raftery, 1966a, b) , these sounds were of such low frequency and intensity that they were barely recordable and hardly audible. An example from a patient with a Starr-Edwards prosthetic aortic valve with a metal poppet which had malfunctioned is shown in Fig. 3 . Multiple systolic clicks are absent, yet opening and closing clicks are clearly recorded. In 1 of the 3 patients with malfinctioning valves with metal poppets, the cut-off frequencies of the opening and closing clicks were normal ( :HLUTM "Mu
The technique of simultaneous echocardiography, phonocardiography, and spectroanalysis has been used to determine the function of prosthetic heart valves as well as to elucidate the mechanism of the production of sounds from these valves (Hultgren and Hubis, 1965; Najmi and Segal, 1965; Boicourt et al., 1966) . Cine studies of ball valve motion with a pulse simulator have shown bouncing or vibrating of the ball (Dayem and Raftery, 1966b) , resulting in the production of such clicks. In patients with Starr-Edwards prosthetic aortic valves with non-metal (silastic) poppets, 2 or 3 systolic clicks of low intensity have been recorded in contrast to the high intensity multiple ejection clicks recorded from Starr-Edwards prosthetic valves with metal poppets. The 3 patients with Starr-Edwards prosthetic aortic valves with metal poppets in whom multiple systolic clicks were not heard or recorded were proved to have valve dysfunction by cardiac catheterisation or at operation. The probable mechanism responsible for producing the multiple systolic clicks is the rapid fluttering motion of the poppet (Fig. 1) . The first cardiac cycle shows the poppet fluttering only during the first half of systole corresponding with the recording of multiple systolic clicks during the same period.
During the second cardiac cycle, there is a fluttering motion of the poppet throughout systole; multiple systolic clicks are recorded coincident with the fluttering motion occupying all of systole. Reports by Dayem and Raftery (1966b) show that the poppet strikes the apex of the cage in early systole, and then collides randomly against the struts of the cage. There is some variability of this motion depending upon ejection velocity and heart rate. With rapid ejection times and fast heart rates, the ball may remain at the apex of the cage during most of the ejection period causing the systolic clicks to occur in early systole. Conversely, with a reduced ejection velocity and weaker beats, the poppet may be free to 
